BROOKHAVEN NATIONAL LABORATORY

Attachment 1

Data Usability Summary Report
Contract Labormtory: GEl Lab SDG No: 54118
Analyticai Fraction: _ H-3 Analytical Method{s): _EPA 906
Sample Ids;___ 075-242
Sample ID Data Explanation for qualifier.
Usability
Cualifler
075-242 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error i less
than the reported H-3 activity.
P —
Summary: ‘

Completed by: | @VW Dﬂ:/”/";

Reviewed hy:

BNL Data Usability Revicwer

- ;:):ml 3'!1'&1
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: Lab 3DG No: __ 54264
Analytical Fraction: __ H-3 Anelytical Method(s): __ EPA 906
Sample Ids;__096-88
Sample I Datn Explanation for qualifier.
Usability
Cualifier
096-88 N2 H-3 Possible false positive. Themmnfﬂ:chﬂ)hunxlﬂmz-sigmaermrw
greater than the H-3 result,
Summary:

Completed by: W/M Du:/"f/“

BNL Data Usebitity Reviewer

| Reviewed by:

wai iahe

BNL Project Manager Crate
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Contract Laboratory: __ GEL Lab SDG No: 54272

Analytical Fraction: Gross Alpha, Sr-90  Analytical Method(s):: _EPA 900, 505

Sample ds:__087-24, 087-23

Sample ID Data Explanation for qualifier,
Usability
Qualifier
087-24 N2 G. Alpha | Possible false positive. The sum of the MDA and the 2-sigma error was
greater than the reported gross Alpha activity..
087-23 N2 56-50 Possible fatse positive. The sum of the MDA and the 2-sigma error was
greater than the reported Sr-90 activity.
Summary:
Completed by: ﬂ/ ;/fﬁ"/&?"
BNL Data Usability Reviewsr Date 4

Reviewed by: C\l M — l{h lﬁl

BNL Project Manager
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab 5D{G No: _ EPA 901.1
Analytical Fraction:  Cs-137 Analytical Method(s): _EPA 901.1
Sample Ids; (88-21
Sample ID Data Explanation for qualifiar,
Usability
Qualifier
088-21 N2 C5-137 Possible false positive. The sum of the MDA and the 2-sigma error was
greater than the reported activity.
Summary:
Compieted by: Wﬁ/aﬁ;é 3 ﬂ#/“*
BNL Data Usability Réviewer Date
Reviewed by: 2 _’2':' L: 2

BHNL. Project Managet Date
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Contract Laboratory:
Analytical Fraction:

Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

H-3

_GEL Lab $DG No: __ 55083

Analytical Method(s): _EPA 306

Sample Ids:_BD-4, 076-171, 075-87, 075-48, 095-48, RD-5, 075-88, 075-89, 0%5-170

Sample D Drata Explanation for qualifier.
Usability
Qualifier

BDA4 N2 H-3 Possible false positive, The sum of the MDA and the 2-sigma error i3 preater

than the reported H-3 activity.

076-171 N2 H-3

075-87 Nz H-3

075-48 N2 H-3

(9548 N2 H-3

BD-5 N2 H-3

075-38 N2 H.3

075-89 N2H-3

085-170 N2 H-3

Sommary:

Completed by: m?/‘m

4 :r/az

BNL Data Usability Reviewer Date
Reviewed by: {; !, 1 E;m_a_i_ 3 ha
BNL Project Manager Date

I
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Attachment i

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Coniract Laboratory: GEL Lab SDG No: 55602
Analytical Fraction: __ H-3 Analytical Method{s): _EPAG06
Sample Ids:__075-558 '
Sample ID Data Explanation for qualifier.
Usshility
Qualifier
O75-558 M2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error was
greater then the repotted activity.
Summary:
Completed by: ﬁ/ﬁ f/r/ o1
BNL Dwata Usabili i Crte
Reviewed by: i

BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG No: 55803
Analytical Fraction: ___ H-3 Analytical Method(s): _ EPA 906
Sample Ids: 075-558
Sample ID Data Explanation for qualifier.
Usability
Qualifier
075-558 N2 H-3 Possible false positive. The sum of the MDA and the 2-5igma efror was
' greater than the reported activity,
Summary:

Completed by: @(09 D:;/ r/#z

BNIL. Data Usability Reviewer

Reviewed by: WM < } 1l ‘a'z

BNL Project Manager Dhate:
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Contract Laboratory: Gel Lab SD¥G No: _ 56068
Analytical Fraction: _Gross Alpha/Beta Analyticat Method(s): __EPA 900
Sample Ids:___ 076-22, 076-182
Sampte 1D Drata Explanation for qualifier.
Usability
Caalifier
078-22 N2 Polential false positive for Gross Alpba. The sum of the MDA and the 2-
sigma error was greater than the reported ectivity,
076-22, 076- N2 Possible false positive for Gross beta. The sum of the hﬂ)Amdthr.z-sigmn
182 error was greaier than the reported activity. ' ,
e — - —
Summary:

Completed by: 5’/ 2/
% Dméabﬂity Reviewer Date
Reviewed by: @mﬁ

BNL Project Manager Date
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Attschment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG Mo: 56252
Analytical Fraction: __ Rad Analyticat Method(s); _EPA 900

Sample Ids: 04101, 061-03

Sample 1D Data Explanation for qualifier.
' Usability
Qualifier

03

041-01, 061- | N2 Potentin] false positive for Gross beta, ‘Ihamuftheh[nﬁmdmz-sm N TN

BITOL wad greater thanthnrepomdnmmy .
|

:
E
F

h— — — — e—
Completed by: /é M 5 / /4 Af’ -
a Usability Reviewer Date ’
Beviewed by:

BNL Project Manager Date




Contract Laboratory: GEL
Analytical Fraction: H-1

Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Lab 5DG Ho: 56407

Analytical Method(s): _EPA 901

Reviewsd by: __(.,JB cm-eL

Sample Ids; (45-05, 000-144
Sampl: ID Data Explanation for qualifier.
Usabili
Qualifier
049-05, 000- | Nz Potential false positive for Grass beta.. Themmofﬂiehm&mdﬂuzm
144 SITOT Was gmlter than the mpmud a.crwlt:.r, ! - "
; | _
I :
; ; i |
! = ; ! i
' : S |
: ; | ]
i : ' {
] i ' !_
1| N :l : ] : I !
i -." __.\- A :
: 4. i i
5 | |
: !
| |
! a
Summary:
Completed by; '/{_/a 5-// / 4 / o
L Data Usability Reviewer Date

G ‘?-Jﬁz

BNL Project Manager Date




Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Contract Laboratory: GEL Lab SIXG No: __ 56475
Analytical Fraction: ___H-3 Analytical Method(s): _EPA 906
Sample Ids: 000-143, 600-24, 600-22
Sample ID Data Explanation for qualifier.
Usabili
Qualifier
000-143, 600- | N2 Potential false positive for Gross alpha. The sum of the MDA and the 2-
24, 600-22 sigma errur was greater than the reported esctivity,
Summary:
-
Completed by: d’_{n— A‘_/L f/ / ( A?
Usabflity Reviewer Date
Reviewed by S } 7 ’-‘1

BNL Project Manager Date




Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Contract Laboratory:

Analytical Fraction:

Data Usability Summary Report
GEL Lab 5D} No: __ 56760
H-3 Analytical Method(s): _EPA 906

Sample Ids:___ 107-25, 116-05 , 098-21

Sample ID Data
Usabili
Qualifier

Explanation for qualifier.

107-25, 116- N2 H-3
05, 098-2]

Posaible false positive. The sum of the MDA and the 2-sigma error was

Summary;

cmlmdhy:%'/‘“/( f/f‘f/‘fl

Data 1Jsability Reviewer Date

A W

BNL. Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory; GEL Lab SDG No: _ 57182
Analytical Fraction: ___ H-3 Analytical Method(s): _EPA 906
Sample Ids: FB.2
Sample ID Data Explanation for qualifier.
Vssbili
Qualifier
FB-2 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error was
greater than the reported activity.
Summary:
ooty L AA §/ivte
BHL Data Usability Reviewer Drate

Reviewed by: (—JBmi S'IHIM

BNL Project Manager Date




Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratocy: GEL Lab 8DG No: _ 58515
Analyticaf Fraction: __H-3 Analytical Method(s): _EPA 906
Sample Ids;_ 085-285
Sample ID Data Explunation for qualifier.
Usability
Caalifier
0835-285 N2 H-3 Pogsible false positive. The sum of the MDA and the 2-sigma error is greater
than the reported activity.
——— — ——
Sumtnary:

Completed by: (ﬁp/fflb@ ?/‘ '/‘”
BNL Data Usability Reviewer Date
Reviewed by: {/\J 2‘ QJ= ‘q../zq /01

BNL Project Manager Date
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Contract Laboratory:
Analyticel Fraction:

Attachient 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Lab SDG No: 58516

H-3 Analytical Method{s): _EPA 90§

Sample Ids:_085-290, 095-275

Summary

Sample ID Datn Explanation for qualifier.
Usability
Qualifier
085-290 N1 H-3 Possible false positive, The sum of the MDA and the 2-sigma arrov is greater
than the reported activity.
095-275 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error is greater

L — ]

than the reported activity.

BNL Data Usahi

Completed by: @( mfué? D;/"'"/”’

Beviewed h}r*

"-'r"lzltlaz

BNL Project Managee Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG Mo: __ 58570
Analytical Fraction:  H-3 Analytical Method(s); _EPA 906
Sample Ids:_ 075-287
Sample ID Data Explanation for qualifisr,
Usability
Qualifier
075-287 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma emor is greater
than the reported activity.
Summary:
Completed by: @/ th‘m 7 A{ f/pz
BNL Data Usability Reviewer Date

Reviewed by: f/\.} "M? "'?“!2# Z‘-‘l

BNL Project Maneger Crate
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Eaboratory: GEL Lab SDG No: 58858
Anslytical Fraction; _ H-3 Analytical Method(sy: __EPA 906
Sample Ids;__086-09, 035-74, 085-77, 095-139, (95-140
Sample ID Data Explanation for qualifier,
Usabitity
Qualifier
086-09 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma etror is greater
08574 N2 H-3 .
N2 H-3
083-77
095-139 N2H-3
095-140 N2 H-3
_ A . 4
Summary;
Completed by: @/ﬁcﬂ 7%'?’/‘”
BNL Datn Usability Reviewer Date
Reviewed by: M
BNL. Project Manager Date




aAgisod 9518} QSO 'ZN LEE 868 052 1¥9 eH OFl-G60 ZL-FOEEL
sanisod Bsg) SIISs0d ZN 542 BBE 657 0£5 EH 6EL-S60 BLPUEEL
@ApIsod 98(e) SIEE0d ‘ZN 25 ey 852 80E £H  LL-GRO SL¥SEC)
eAsod 9518} 94Gi9504 ZN 6.2 ozy L2 0ss £H PS80 BPSEEL
aameod es|R} A{qISsOd ‘TN S0€ 62 L2 £6S £H B0980 PPSEEL
T e R T AT _
Rilesn  jouz- Ay wOW | suhw , Rungry sapadg QI stdueg

QORSG ©OS 105 SNSal ANSRUSYOMUPRI JO AIKES])




ST AR I TREREE e

Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab DG No: __ 59334
Analytical Fraction:  Sr-9{) Analytical Methed(s):  EPA 9035
Sample Ids;__ 065-19
Sample ID Data Explanation for qualifier.
Usability
Qualifier
065-19 N2 Sr-90 Possible false positive. The sum of the MDA and the 2-aigma ermor are
greater than the reported activity.
Summary:

oy Bk O Th 7/ 17fox

BNL Data Usability Reviewer Date

BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory; GEL . Lab 3DG No: _ 59810
Analytical Fraction: __ H=3 Analytical Method(s): _EPA 906
Sample Ids: 085-285 -
Sample [D Duta Explanation for qualifier.
Usability
Qualifter
085293 N2 Possible false positive. The activity minux the 2-sigma error in less than the
MDA
— R
Summary:
Completed by: @{ ’ C/ﬂ/ﬂj
BNL Data Usability Reviewer Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG Mo: _ 59871
Anslytical Fraction:  Sr-90 Analytical Method(s): __EPA 905

Sample Ids:___065-176, 065-167

Sample ID Data Explanation for qualifier.
Usability
Qualifier
065-176 N2 Possible false positive. The Sr-90 activity minua the 2-sigma error was less
than the reported MDA,
065-167 N2 Possibie false positive. The Sr-90 activity mitas the 2-sigma ervor was less:
than the reported MDA. ' '
Summary:
Completed by: W ‘VM ‘/”/3 4
BNL Data Usability Reviewer Date
Reviewedby: | AJ. >mé é’l"}u
BNL Pruject Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Contract Laboratory: GEL Lak SDG Mo: _ 60842

Analytical Fraction; __ Sr-90 Apalytcal Method{s): EPA 905

Sample Ids:_ 107-13, 115-36

Sample ID Daata Explanation for qualifier.
Usability
Qualifier
107-13 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma uncertainty is
1 greater than the activity.
115-36 N2 H-3
Summary:
Completad by; W ﬁ/‘m %‘ / 01,
BNL Data Usability Réviewer Date

vionatty Nl tloshes

BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Coniract £ aboratory: GEL Lab SD}G No: _ 60917
Analytical Fraction: _ 8r-90, H-3 Analytical Method(s): _EPA 906, 905
Samnple Ids:___(98-22, BD-1 (098-59)
Sami:-le I Data Explanation for qualifiar.
Usability
Qualifier
098-22 N2 5r-00 Posgible false positive. The sum of the MDA and the 2-sigma esror is greater
BDM1(098-59) | o o3
Swummary:
Fl r
Completed by: y ?/ l\“'r/ 21
Date

BNL Data Usshility Kevi

Reviewed by: (A}M ={-lz ) ‘ﬂ 2
Datz:

BNL Project Manager
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: _ GEL Lab SDG No: __ 61066
Analytical Fraction; __ H-3 Analytical Method(s): _ EPA 906
Sample Ids:  116-05, 115-28
Sample ID Data Explanation for qualifier.
Usability
Qualifier
116-05 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error is greater
115-28 N2 H-3 Possible false positive. The sum of the MDA and the 2-sigma error is greater
than the activity.
Summary:

 Completed by: M@@m D;/"‘/”

BNL Drata Usability Reviewer

Reviewed by: (A)BQQQL "F/ZI /“Z

BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG No: _ §1621
Anslytical Fraction; _ H-3 Analytical Method(s): _EPA 906
Sample Ids;___085-301_ 0B5-299 '
Sample ID Data Explanation for qualifier.
Usabiliry
Qualifier
045-301 N2 H-3 Possible false positive. The sum of the MDA and the 2-3igma arror is greater
than the activity.
085-299 N2 H-3 Possible false positive. The xum of the MDA and the 2-sigma crror is greater
than the schivity

Summary:
Completed by: @/ﬂzﬂ 7/1 7/o2

BNL Data Usabitity Keviewer Date

Beviewed by:

BNL Project Manager Drate
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Labotatotry: GEL Lab SDG No: 61762
Analytical Fraction: __ Sr.90 Analytical Method(s): _EPA 905
Sample Ids:  197-34
Sample ID Data Explanation for qualifier.
Usability
Qualifier
107-34 N2 H3 Possible false positive, The sum the MDA and the 2-sigma error is greater
than the sctivity.

Summary:

Complesd by (f“(% 7/ 15) 0
BNL Data Usability Reviewer Date
Raﬁmd@M thaha

BNL Project Manager Date
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Coniract Laboratory:

Analytical Fraction: _H-3

Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

GEL Leb SDG No: __.62021

Analytical Method(s): _EPA 906

Sampie Ids:_ 106-55
Sample I} Data Explanation for qualifier,
Usability
Qualifier
106-55 N2 H-3 Posgible false positive. The sum of the MDA and the 2-sigma error is greater
T— —— —r—
Summary:

Completed by: Mﬁ;}m fﬂ/l? o4

BNL Data Usabifity Reviewer Date

Reviewed by: f/JFhouJ.. 11’3}@.3

BNL Project Meanager Date
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Atiachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Comtract Labotatory: GEL Lab SDG No: _ 62931
Analytical Fraction: _Gross Heta Analytical Method(s:: _ EPA 900
Sample Ids:  000-215
Sample ID Data Explanation for qualifier.
Usability
Qualifier
000-215 N2 G. Beta Puossible false positive, The sum of the MDA and the 2-sigma ertor was
greates them the reported activity.
N
Summary;

cosere: Gl gk 512/
BNL Data Usabilitydtaviewer Date

Reviewed by: _ (~) M q}‘i/az

BNL Project Manager Drate
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Attachoreat 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG No: __ 64959
Analytical Fraction: _ Gross Beta Analytical Method(s): _ EPA 900

Samople Ids:_ 076-317, 076-167, 076-264

Sample ID Data Explanation for qualifier.
Usability
Qualifier
0317 N2 ;. Beta Poggibie false positive. The sum of the 2-sigma error ead the MDA, is greater
than the repored activity.
076-167 N2 G. Beta Pussible false positive. The sum of the 2-sigma error and the MDA is greater
than the reported activity.
076-264 N2 G. Beta Possible falze positive. The swmn of the 2-sigma error and the MDA is greater

than the reported activity,

Complem;:l by: f‘t/(f"/m ?/ 25/ 02

BNL Data Usability Reviewer Date

Reviewed by: b\)\iubuL i2 / 2 /0_3

BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Contract Laboratory:

Data Usability Summary Report

Lab SDG No: 65373

Analytical Fraction: _Sr-90 Analytical Method(s); _EPA 905 .

Sample Ids: 12]1-(4

Sample ID Data Explanation for qualifier.
Usability
Qualifier
L N2 Sr.8) Posgible false positive, The sum of the MDA and the 2-sigma ettor ia greater
12f -y + than the reported activity.
Summary:

compity. (G A W /i3

BENL Data Usability Reviewer

Reviawed by: _LA)LHML @llblﬁt




aj-lry
ms_._uan_ BS[E} BYqISS0d ‘ZN $CE0 2040 B8 0 chPoa 065 g o S By 7oA o B

wod wod nad Wod
Angesn  souz- Aoy vaw Jaua EATET vy sadyg Al sdwes
ewbe-7

£LE59 DAS 404 SYNSS) ARSIUSYOOIDE] JO ANqes()



Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: _ GEL Lab SDG No: ___65778
Analytical Fraction: _Grogs Beta Analytical Method(s): _EPA 900

Sampls Ids;  000-148, 000- 145, 000-144, 000-141, 600-15

Sample ID Drata Explanation for qualifier.
Usability
Jualifs .
000-14 . Bein Possible false positive. The sum of the MDA and the 2-sigma error is greater
than the reported activity.
O00-145 N2 G. Beta .
000-t44 N2 Q. Betn
000-141 N2 G, Beta
G00-15 N2 G. Bata
Summary:
- ¥
Completed by: @/(Abﬁ;z '"/ ”/”
BNL Data Usability Keviewer Date

Reviewod by: N 12 /1/“’
Date

BHML Project Manager
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Conttact Laboratory:  GEL

Data Usability Summary Report

Lab 5D{G No: 659943

Analytical Fraction: _Gross Alpha/Beta __ Analytical Method(s):

_EPASD00

Sample Ids:_BD-1, 061-03, 600-16

Sample ID Data Explanation for qualifier.
Usabifity
Qualifier
BD-1 N2 G. Alpha | Possible false positive, The sum of the MDA and the 2-sigma etror is greater
than the teported activity.
061-03 N2 G. Alpha Possible false poaiti\:e. The sum of tha MDA and the 2-sigma error is greater
than the reported activity.
§00-16 N2G.Beta | pygeible false positive. The sum of the MDA and the 2-sigma etror is greater
Summary:
Completed by: / ""/ff/ﬁ‘
BHL Data Usability'Reviewer Date ’
Reviewed by: ) II/ z / oz

BNL Project Manager

Date
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Attachorent 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

anttthabomory: GEL Labh SDG No: 66170
Analytical Fraction: _Groas Bets Analytical Method(s): _ EPA 900.0
Sample Ids;_ X-123

Sample ID Data Explanation for qualifier.
Usability
Qualifier
000-123 N2 (7. Beta Possible false positive. The sum the MDA and the 2-sigma error is greater
than the reported activiey.
Summary:

Completed by: MW [fi/j 'S:/Jz

ENL Duata Usability Reviewer

Reviewed by: _EDM.L_ iZ/Zo/ﬂz |
BNL Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratory: GEL Lab SDG No: 66864
Analytical Fraction: Se-90 Analytical Method(s): __EPA %05
Sample Ids: (098.22
Sample ID Data Explanation for qualifier.
Usability
Cunlifier
93-22 N2 Sr-%0 Possible false positive. The sum of the MDA and the 2-sigma error is greater
than the reportad activity.-
Summary:
Completed by: WW fﬂ/{ ‘:}\/‘\ﬂ:”‘I
BNL Data Usability Reviewer Date

Reviewed by: qu } 2 I?‘og

BHNL Project Manager Date
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Attacheaent 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report
Contract Laboratoty: GEL Lak SDG No: 67081
Analytical Fruction: _Gross Beta Anatytical Method(s): _EPA 900
Sample Ids:_ 100-12, 800-25
Sample ID Datn Explanation for qualifier,
Usability
Qualifier
100-12 N2 GG, Beta Possible false positive. The sum of the MDA and the 2-sigma emor is greater
than the reported activity.
BOO-25 N2 G. Beta Possible false positive. The sum of the MDA and the 2-zigma error is greater
| than the reported activity.
Summary:
! Fi / -?
Completed by: @{W bof1c /0
BNL Data Usability Raviewsy Date

Reviewed by: L.JM tzfalu

BML Project Manager Date
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Attachment 1

BROOKHAVEN NATIONAL LABORATORY

Data Usability Summary Report

Project: Sitewide RAV

.Bampiing Contractor: Drvirk & Bartilucei

Analytical Laboratory: General Engincering Laboratory
Anslytical Method: H-3 EPA 906, Gross Alpha/Beta EPA 900
Sample Delivery Group: 0244

COC No. / Sample IDs:

COC 15569 Samples 087-21, 088-14, 098-57, 098-33, 107-25

Date Sampled: 11/6-T02
Parameter{s}: H-3, Gross Alpha/Beta
DATA USABILITY "
SAMPLE ID QUALIFIERS EXPLANATION FOR .QUALLFIEHF

08721 N2, H1 Possible false positive. The MDA + 2-sigma error > Activity
088-14 N2 Gross Alphe Possible false positive. The MDA + 2-sigma error > Activity
093-57 NZ Grozs Betn Possible false positive. The MDA + 2-sigma error > Activity
083-33 N2 Gross Beta Possible false positive, The MDA + 2-sigma error > Activity
107-25 N2 Gross Bsta Possible false positive. The MDA + 2-sigma error > Activity
Sommsry:

Reviewed by: ﬂl/W Date: fﬁ'f/’}

Y —p—

Reviewed by:

Projact Munggey

Date;
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Attachment 1
BROOKHAVEN NATIONAL LABORATORY
Data Usability Summary Report

Project: Sitewide RAV

.Sampling Contractor: Dwirk & Bartilucci

Analytical Lahoramfy General Engineering Laboratory

Analytical Method: Gross Beta EPA 9010.0

Sample Delivery Group: 70535

COC No. / Sample Hls; COC 15571 Bamples 107-26

Date Sampled; L1/12/02

Parameter(s): Gross Beta

- DATA USABILITY —
SAMPLE ID QUALIFIERS EJE?’L.-{J"E{ TION FOR (HUALIFTERS

107-26 W6 Grozs Betn Possible false positive. Sr-20 and bets gamma emittets wers all Lass
than their MDAs. Mothing reported supports the relatively high gross
beta activity fot this sample. Historically gross beta for this well is an
order of magnioude lower.

Summary:

Reviewed by: Date: ‘3/ .U/ 23

3 Bxpart
Reviewedby:  {AJ . .b Date: il”l"ﬂ]

Frodect Manager



