
 
 
 
 
 
 
 
 
 
 
 

APPENDIX G 
 

USABILITY REPORTS 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide HFBR 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
900 

 
Sample Delivery Group: 

 
18255 

 
COC No. / Sample IDs: 

 
18255-016 / 076-10 

 
Date Sampled: 

 
2/4/2004 

 
Parameter(s): 

 
Gross Beta 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
076-10 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______4/5/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU III North Street East 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
900 

 
Sample Delivery Group: 

 
19237 

 
COC No. / Sample IDs: 

 
19237-004 / 000-478, 19237-006 / 000-481 

 
Date Sampled: 

 
9/7/2004 

 
Parameter(s): 

 
Gross Beta 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
000-478 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
000-481 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/5/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU III North Street 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
906 

 
Sample Delivery Group: 

 
19281 

 
COC No. / Sample IDs: 

 
19281-011 / 000-466 

 
Date Sampled: 

 
9/3/2004 

 
Parameter(s): 

 
Tritium 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
000-466 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/5/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU III North Street  

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
900 

 
Sample Delivery Group: 

 
19286 

 
COC No. / Sample IDs: 

 
19286-002 / 086-05 

 
Date Sampled: 

 
9/1/2004 

 
Parameter(s): 

 
Gross Alpha/Beta 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
086-05 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/5/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU I South Boundary 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
906 

 
Sample Delivery Group: 

 
19617 

 
COC No. / Sample IDs: 

 
19617-001 / 107-23 

 
Date Sampled: 

 
9/14/2004 

 
Parameter(s): 

 
Tritium 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
107-23 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/1/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU I South Boundary 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
901.1 

 
Sample Delivery Group: 

 
19618 

 
COC No. / Sample IDs: 

 
19618-014 / 115-29 

 
Date Sampled: 

 
9/14/2004 

 
Parameter(s): 

 
Americium-241 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
115-29 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/1/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU III North Street East 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
900 

 
Sample Delivery Group: 

 
19619 

 
COC No. / Sample IDs: 

 
19281-011 / 000-483 

 
Date Sampled: 

 
9/7/2004 

 
Parameter(s): 

 
Gross Alpha 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
000-483 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/5/2004__Original in Project File_______ 
Project Manager 

 



 
 
 

Attachment 1 
 

BROOKHAVEN NATIONAL LABORATORY 
 

Data Usability Summary Report           
 
 

 
Project: 

 
Sitewide OU I South Boundary 

 
Sampling Contractor: 

 
Dvirka & Bartilucci 

 
Analytical Laboratory: 

 
Severn Trent Laboratories 

 
Analytical Method: 

 
906 

 
Sample Delivery Group: 

 
19632 

 
COC No. / Sample IDs: 

 
19632-006 / 088-20 

 
Date Sampled: 

 
9/15/2004 

 
Parameter(s): 

 
Tritium 

 
 

 
SAMPLE ID 

 DATA USABILITY 
QUALIFIERS 

 
 EXPLANATION FOR QUALIFIERS 

   
088-20 J-N2 Potential false positive.  Sample result minus error is less than the 

MDA. 
   
   
   
   
   
   
   
   
   
   
   
   
   
   
 
Summary: 
 
 
 
 
 
 
Reviewed by: ___ ____________  Date: _______________ 

Subject Matter Expert 
 

Reviewed by: ____ John Burke ____________ Date: ______12/1/2004__Original in Project File_______ 
Project Manager 

 




